
AU2057-01 Saxitoxin (Shellfish Test) Lateral 
Flow Quick Reference Guide 

 

  

Step 1:  After cleaning 
and homogenization of 
the sample, weigh 1 
gram of sample into the 
50mL conical tube. 

Step 4: Place tip of 
syringe into the filter 
and empty into the 
sample extract tube. 

Step 6: Dispense 
200uL of negative 
control buffer into 
cassette A. Set a timer 
for 30 minutes. 

Step 2: Dilute tissue 
sample in 30mL of 
deionized or distilled 
water. Vortex or stir 
until tissue is fully 
suspended. 

Step 7: Collect 200uL 
of extracted sample 
using the same pipette, 
empty this into sample 
dilution buffer. Mix with 
fixed volume pipette 3 
times. 

Step 5: Take one of the 
provided fixed volume 
pipettes from the kit 
and collect 200uL from 
your negative control 
tube. 

Step 8: Dispense 
200uL of your extracted 
sample in sample 
dilution buffer into 
cassette B. Set a timer 
for 30 minutes. 

Step 9: After 30 
minutes, determine the 
results visually, or by 
using a lateral flow 
reader. 

Step 3: Fill the syringe 
with sample by pulling 
the plunger back until it 
physically stops. 


